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Abstract: Absolute calibration of radiometers is usually implemented onboard using one hot and one
cold external calibration targets. However, two-point calibration methods are unable to differentiate
calibration drifts and associated errors from fluctuations in receiver gain and offset. Furthermore, they
are inadequate to characterize temporal calibration stability of radiometers. In this paper, a preliminary
study with linear radiometer systems has been presented to show that onboard external three-point
calibration offers the means to quantify calibration drifts in the radiometer systems, and characterize
associated errors as well as temporal stability in Earth and space measurements. Radiometers with
three external calibration reference targets operating two data processing paths: i.e., (1) measurement
path and (2) calibration validation path have been introduced. In the calibration validation data
processing path, measurements of one known calibration target is calibrated using the other two
calibration references, and temporal calibration stability and possible calibration temperature drifts
are analyzed. In the measurement data processing path, the impact of the calibration drifts on Earth
and space measurements is quantified and bounded by an upper limit. This two-path analysis is
performed through calibration error analysis (CEA) diagrams introduced in this paper.
Keywords: accuracy; calibration; radiometry; stability

1. Introduction
For more than six decades radiometers have been used to measure important geophysical
parameters over extended time periods to analyze the Earth and other astronomical systems, and
track changes in them. On the other hand, performing reliable continuous observations and detecting
small, long term trends accurately via radiometers require precise absolute calibration and increased
calibration stability. For example, to measure long-term global climate change in our planet from space,
variations in atmospheric temperatures as small as 0.1 ◦ C per decade, and in ozone concentrations as
little as 1% per decade should be detected by the radiometer receivers [1]. Thus, during the operational
lifetime of radiometers, it is critical to track any calibration drifts, and correct radiometer measurements
when calibration errors occur [2].
Absolute calibration of a working radiometer is usually performed onboard by observing one hot
and one cold external reference targets to identify the receiver gain and offset, i.e., by implementing a
two-point algorithm approach [3–7]. However, two-point algorithms are inadequate to distinguish
calibration drifts smaller than the sensitivity of the thermistors on the calibration targets, or errors
and uncertainties associated with the measurements of calibration references from variations in the
radiometer gain and offset because of aging of the instrument or any other change in the characteristics
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of the system. Furthermore, they are unable to characterize temporal calibration stability. Internal
noise diodes, owing to their low mass and power consumption, have been used in some radiometer
systems to introduce additional calibration references to overcome these problems and assess long-term
calibration stability and accuracy [8]. However, such internal calibration sources cannot be used
for absolute calibration of a radiometer system as they are not sensitive to changes beyond the
point they are introduced to the system, such as antenna losses [9]. In addition, noise diodes also
need to be recalibrated on-orbit using external calibration sources to mitigate noise diode excess
temperature biases, thus are themselves susceptible to calibration drifts and errors mentioned above
for two-point external calibration schemes [10]. Finally, obtaining sensitive and stable noise diodes,
switches, waveguides, and couplers can be challenging especially for higher frequencies, which limits
the use of internal noise diodes [11–13]. This paper, on the other hand, aims to address this issue
by presenting a novel three-point onboard calibration method that utilizes an additional external
calibration reference target, and offers the means to quantify calibration drifts, temporal stability,
and associated measurement errors. In this method, the third calibration target allows identifying
possible temperature drifts and investigating temporal calibration stability by replacing the unknown
measurand with a known calibration reference to be calibrated using the remaining calibration targets.
Quantification of the calibration errors because of such drifts and instabilities, on the other hand,
is performed through a new concept called calibration error analysis diagrams. Recent developments in
design and manufacturing of less massive and stable blackbody calibration references with almost-ideal
emissivity values may enable implementation of such external calibration procedures [14,15]; thus,
a preliminary analysis with linear radiometer systems is discussed in this paper. Nonlinear effects,
on the other hand, are ignored for simplicity.
2. Linear Onboard Radiometer Calibration
For a radiometer system observing a measurand, i.e., target, with temperature Tm , the general
linear calibration model based on least square regression which includes n external calibration reference
targets as shown in Figure 1, is given as [9,16]:
Pn
i=1
c
T
m = (vm − hvi in ) Pn

(vi − hvi in )Ti

i=1 (vi

− hvi in )2

+ hTi in

(1)

c
where T
m is the estimate of the measurand temperature as the result of calibration, vm and vi are
the post-gain voltage counts associated with the measurand and ith calibration target observations,
respectively, and Ti is the temperature of the ith calibration reference target. hTi in and hvi in represent
the average temperature of the n calibration targets and average of the voltage counts associated with
these n calibration targets, respectively. According to Equation (1), the instantaneous radiometer gain,
g, and offset, o, can be calculated as:
Pn
g = Pi=1
n

(vi − hvi in )Ti

i = 1 ( vi

− hvi in )2

o = hTi in − g·hvi in

(2)

The uncertainty, i.e., standard deviation, inherent in the measurand brightness temperature
estimate described by Equation (1) is expressed as:
σTc = σTm
2

m

2+

Pn
i=1

(σTi 2 +σTim 2 )

n2
P
(Tm −hTim in )2 ni=1 (Tim −hTim in )2 (σTi 2 +σTim 2 )
+
P
2
( Pni=1 (Tim −hTim in )2 )
n
2(Tm −hTim in ) i=1 (Tim −hTim in )(σTi 2 +σTim 2 )
+
P
n ni=1 (Tim −hTim in )2

(3)

developments in design and manufacturing of less massive and stable blackbody calibration
references with almost-ideal emissivity values may enable implementation of such external
calibration procedures [14,15]; thus, a preliminary analysis with linear radiometer systems is
discussed in this paper. Nonlinear effects, on the other hand, are ignored for simplicity.
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Figure 1. A radiometer system which calibrates the measurand (with temperature Tm ) observations
using n external calibration reference targets (with temperatures T1 , . . . ,Tn ).
Figure 1. A radiometer system which calibrates the measurand (with temperature Tm) observations
Thus,nthe
uncertainty
is reduced
increasing
the number T
of1,…,T
calibration
measurements. One can
n).
using
external
calibration
referenceby
targets
(with temperatures

also notice that, in the limit of increasing n, this expression converges to the radiometric resolution σTm .
The following sections of this paper consider linear radiometer systems with two and three
external calibration reference targets whose calibration is defined by Equations (1)–(5). Important
parameters and their symbols in these equations are listed in Table 1 for reference.
Table 1. Symbols used for the radiometer calibration parameters in Equations (1)–(5).
Symbol

Parameter

n
Tm
c
T
m
Ti
Tim
vm
vi
hTi in
hTim in
hvi in
σTc
m
σTm
σTi
σTim
Trec
B
τ
g
o

Number of external calibration targets
Temperature of the measurand
Estimate of the measurand temperature as the result of calibration
Temperature of the ith calibration target
Mean temperature of the ith calibration target
Post-gain voltage associated with the measurand observation
Post-gain voltage associated with the ith calibration target observation
Average temperature of the n calibration targets
Average of the mean temperatures of the n calibration references
Average of the voltage counts associated with n calibration targets
Uncertainty associated with the measurand temperature estimate
Radiometric resolution for the measurand observation
Radiometric resolution for the ith calibration target
Uncertainty associated with the mean temperature of the ith calibration target
Radiometer receiver temperature
Radiometer receiver bandwidth
Radiometer integration time
Radiometer gain
Radiometer offset
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Figure 3. Errors in 250 K atmospheric measurements because of slight drifts in 300 K warm blackbody
calibration reference temperatures.
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Figure 4. Detectability of the measurement errors shown in Figure 3. Note that the absolute values of
Figure
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of the
measurement
errors shownerrors.
in Figure 3. Note that the absolute values of
detectabilities
are below
1, which
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detectabilities are below 1, which implies undetectable errors.

Moreover, as mentioned before, radiometer systems using two calibration reference targets cannot
distinguish calibration drifts from changes in radiometer gain and offset since the measurand is
unknown. Figure 5 demonstrates the percentage changes in the radiometer gain which would be
assumed when the atmospheric brightness temperature measurements were thought error free, i.e., the
true atmospheric brightness temperatures were considered not 250 K but 250 K plus the error values
shown in Figure 3.
As seen from Figure 5, errors in atmospheric temperature brightness temperature measurements
because of the drifts in calibration reference temperatures can be easily mistaken for gain fluctuations
in the radiometer system. For instance, 0.1 K drift in 300 K calibration reference temperature would
yield a ~249.92 K atmospheric brightness temperature measurement (Figure 3). However, if the
true value of the atmospheric temperature is not known, which usually is the case for operational
radiometers, this measurement can be accepted true with a 0.035% change in the radiometer gain.
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Figure 5. Assumed percentage changes in the radiometer gain if the atmospheric brightness
temperature measurements were considered error free. Notice that the change values are small
enough to be considered as acceptable gain fluctuations in a radiometer system.

Moreover, as mentioned before, radiometer systems using two calibration reference targets
cannot distinguish calibration drifts from changes in radiometer gain and offset since the measurand
is unknown. Figure 5 demonstrates the percentage changes in the radiometer gain which would be
assumed when the atmospheric brightness temperature measurements were thought error free, i.e.,
the true atmospheric brightness temperatures were considered not 250 K but 250 K plus the error
values shown in Figure 3.
As seen from Figure 5, errors in atmospheric temperature brightness temperature measurements
because of the drifts in calibration reference temperatures can be easily mistaken for gain fluctuations
in the radiometer system. For instance, 0.1 K drift in 300 K calibration reference temperature would
yield a ~249.92 K atmospheric brightness temperature measurement (Figure 3). However, if the true
value of the atmospheric temperature is not known, which usually is the case for operational
radiometers, this measurement can be accepted true with a 0.035% change in the radiometer gain.
Thus, an additional external calibration reference target is necessary to track calibration drifts and
Figure 5. Assumed percentage changes in the radiometer gain if the atmospheric brightness temperature
errors as well as to assess temporal calibration stability.
measurements were considered error free. Notice that the change values are small enough to be
considered as acceptable gain fluctuations in a radiometer system.
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In this path, the errors in the calibrated atmospheric brightness temperatures because of drifts
In this path, the errors in the calibrated atmospheric brightness temperatures because of drifts
in the calibration reference target temperatures and their detectabilities can be calculated using
in the calibration reference target temperatures and their detectabilities can be calculated using
Equations (1)–(6) provided that the atmospheric brightness temperature is known.
Equations (1)–(6) provided that the atmospheric brightness temperature is known.
Consider the same radiometer system discussed in Section 3 observing a 250 K atmospheric
scene with an additional external blackbody calibration reference target with 290 K temperature. In
such a system, temperature drifts may occur in both blackbody targets, and errors in the calibrated
atmospheric brightness temperatures because of temperature drifts up to 0.1 K are shown in Figure
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Figure 10. Errors in 2.7 K cold space brightness temperature measurements because of slight drifts
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larger drifts (in most cases when the sum of the magnitude of the temperature drifts exceeds 0.1 K)
occur in calibration reference temperatures with opposite gradients. Moreover, in Figure 11, a detected
measurement error corresponds to a line formed by points representing every possible temperature
drifts in the two calibration targets which would result in that error. Thus, this information can be
used to identify errors and possible drifts in each calibration reference.
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0.4 times the measurement uncertainty. As a result, using the CEA diagram the error in the calibrated
measurand observations because of calibration drifts can be quantified with specific bounds. Note that
even no detected error during the calibration validation processing path (i.e., absolute detectabilities
are less than 1) would correspond to a region in the CEA diagram which bounds the possible errors
in the atmospheric temperatures. For instance, no error detection during the calibration validation
processing, which corresponds to the region inside the yellow hexagon in Figure 13c, implies errors in
Remoteatmospheric
Sens. 2019, 11,brightness
x FOR PEER
REVIEW
10 of 21
temperatures
less than ~0.9 times the standard deviation of the measurements.

Figure 12. Calibration error analysis (CEA) diagram generated by combining detectability of errors

Figure 12. Calibration error analysis (CEA) diagram generated by combining detectability of errors
shown in Figure 8 (red) and Figure 11 (blue) in measurement and calibration and validation data
shown
in Figures 8 (red) and 11 (blue) in measurement and calibration and validation data processing
processing paths, respectively.
paths, respectively.
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bounds the possible errors in the atmospheric temperatures. For instance, no error detection during
the calibration validation processing, which corresponds to the region inside the yellow hexagon in
Figure 13c, implies errors in atmospheric brightness temperatures less than ~0.9 times the standard
deviation of the measurements.

Remote Sens. 2019, 11, 2790
Remote Sens. 2019, 11, x FOR PEER REVIEW

11 of 20

11 of 21

Figure 13. (a) 4 K error detected in the calibration validation data processing path of the radiometer
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would be less than 0.4 times the standard deviation of the measurements. Yellow lines on the other
would be less than 0.4 times the standard deviation of the measurements. Yellow lines on the other
hand cover the region for which no errors are detected in the calibration validation data processing
hand cover the region for which no errors are detected in the calibration validation data processing
path. The maximum possible error in the atmospheric brightness temperatures within this region is
path. The maximum possible error in the atmospheric brightness temperatures within this region is
~0.9 times the standard deviation of the measurements.
~0.9 times the standard deviation of the measurements.
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5.1. Effect of the Measurand Temperature
Note that so far the brightness temperature of the measurand, e.g., the atmospheric brightness
temperature, is assumed to be known. In reality, however, this value is unknown, thus the analyses
should take the uncertainty in the measurand brightness temperature into consideration.
The effect of the measurand temperature can be seen only in the measurement data processing
path, since only calibration reference targets are considered during the calibration validation data
processing path. Thus, for instance, the blue lines corresponding to the calibration validation data
processing path in the CEA diagram shown in Figure 12 are independent of the atmospheric brightness
temperature. Figure 14 demonstrates how the rest of the CEA diagram changes when the atmospheric
Remote Sens. 2019, 11, x FOR PEER REVIEW
13 of 21
brightness temperature changes between 100 K and 400 K.

Figure 14. Calibration error analysis (CEA) diagram for the 100 K (cyan), 250 K (red), and 400 K (green)
Figure 14. Calibration error analysis (CEA) diagram for the 100 K (cyan), 250 K (red), and 400 K
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calibration target is kept constant at 300 K, and the temperature of the other one is 80 K in Figure 15a,
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lead to more significant errors in the atmospheric brightness temperature measurements.
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atmospheric brightness temperature measurements due to calibration drifts undetected in the
calibration validation data processing path follows this trend as well.
The optimum temperature choice for the third calibration target, therefore, should be made
based on the susceptibility of the other two calibration references to temperature drifts. If a specific
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measurements with the radiometer system described in Section 4. The temperature of one blackbody
calibration target is kept constant at 300 K, and the temperature of the other one is 80 K in Figure 15a,
Sens. 2019,
x FOR
PEER
15 of 21
150 KRemote
in Figure
15b,11,and
290
K REVIEW
in Figure 15c.

Figure 15. CEA diagrams for a radiometer system calibrating 250 K atmospheric brightness temperature
Figure 15. CEA diagrams for a radiometer system calibrating 250 K atmospheric brightness
measurements with 2.7 K cold space, 300 K blackbody, and (a) 80 K, (b) 150 K, and (c) 290 K blackbody
temperature measurements with 2.7 K cold space, 300 K blackbody, and (a) 80 K, (b) 150 K, and (c)
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5.3. Effect of the Integration Time
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It can be observed from Figure 15 that as the temperature of the second blackbody target increases
from 80 K to 290 K, the calibrated cold space brightness temperatures become less sensitive to
the temperature drifts in that calibration target in the calibration validation data processing path
(detectability of error values starts changing slower in the horizontal direction). The sensitivity to the
fixed temperature calibration target, on the other hand, increases (detectability of error values starts
changing faster in the vertical direction). In the measurement data processing path, an opposite effect
can be seen. Increasing temperature of the second blackbody target increases the error gradient in
the atmospheric brightness temperature measurements with respect to any drifts in that calibration
target temperature. However, the impact of the drifts in the fixed temperature blackbody target on
the errors in the calibrated atmospheric brightness temperatures declines. The maximum error in
the atmospheric brightness temperature measurements due to calibration drifts undetected in the
calibration validation data processing path follows this trend as well.
The optimum temperature choice for the third calibration target, therefore, should be made
based on the susceptibility of the other two calibration references to temperature drifts. If a specific
calibration reference is believed to be more vulnerable to temperature drifts, the temperature of
the additional calibration target should be selected as close as possible to the temperature of that
reference. This would ensure that even small changes in the temperature of the vulnerable target
can be detected by calibrating the third calibration reference observations (assumed to be stable)
in the calibration validation data processing path. Furthermore, the impact of such changes in the
measurand observations would be minimal. If the two calibration targets are equally susceptible to
temperature drifts or there is no information regarding the susceptibility to temperature drifts, the
optimum temperature for the additional calibration reference would be the middle point between
hot and cold calibration target temperatures. Such a selection would minimize the measurement
uncertainty, described by Equation (3), thus maximize error detectability in the calibration validation
data processing path. Moreover, in both data processing paths, as seen from Equation (1), the impact
of temperature drifts would be similar for the two calibration references.
5.3. Effect of the Integration Time
Integration time of the radiometer determines the standard deviation, i.e., uncertainty, of the
measurand and calibration observations as defined in Equations (3)–(5). Longer integration times lead
to smaller uncertainties which in turn result in higher detectability rates according to Equation (6)
since the absolute calibration error does not depend on integration time. For instance, Figure 16a,b
demonstrate CEA diagrams for the radiometer system described in Section 4 for 1 s and 5 s integration
times, respectively. In the 5 s integration time case, much smaller drifts in the calibration temperatures
can be detected during the calibration validation data processing path, but, on the other hand, the
impact of the calibration drifts are higher in the measurement data processing path. Thus, calibration
temperature drifts not detected in the calibration validation data processing path may lead to more
significant errors in the atmospheric brightness temperature measurements.
On the other hand, it is important to note that the integration times in radiometer systems
are also bounded by the time and spatial resolution requirements. Longer integration times may
reduce the measurement uncertainty but lead to low temporal and spatial resolutions. Especially for
space-borne and air-borne radiometry, integration times have to be kept limited to obtain acceptable
spatial resolutions because of the high velocity of the systems.
6. Sample Study
This section demonstrates characterization of radiometer calibration drifts and stability through
three-point absolute calibration as discussed in the previous sections using real radiometer
measurements performed in 2002 by the millimeter-wave imaging radiometer (MIR), a nine-channel
cross-track scanning radiometer with frequencies at 89, 150, 183.31 ± 1, 183.31 ± 3, 183.31 ± 7, 220, and
340 GHz [20].
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estimated measurand brightness temperature versus measurand observation time with respect to the
calibration observation times. Note that in the figure, calibration observation times are fixed at ta = 0 s
whereas the measurand observation time varies.
The figure indicates that the measurement uncertainty depends on the time difference between
measurand
and11,calibration
which implies non-stationary radiometer gain and 18
offset.
Remote Sens. 2019,
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6.3. MIR Calibration Drifts
Assuming a 295.85 K atmospheric scene was observed, an analytical CEA diagram was created for
MIR using Equations (1)–(6) with ±1 K possible drifts in its 325.59 K and 293.69 K calibration targets
whereas 79.02 K target was considered drift free. Figure 18 depicts this CEA diagram. To calculate
post-gain voltages in these equations, mean radiometer gain and offset detected during the experiment
were used. As described in Sections 4 and 5, blue lines are detectability lines corresponding to calibration
validation data processing path wherein 79.02 K target was calibrated using the remaining blackbodies.
Red lines, on the other hand, indicates detectability values for the atmospheric brightness temperature
measurements where all three calibration targets are utilized for calibration in the measurement data
processing path.
Then, using the real post-gain voltages measured during the experiment, the calibration validation
data processing path was followed to calculate the detectability of errors in the brightness temperature
estimates for the 79.02 K target. The mean detectability, i.e., the ratio of the mean error (average
difference between estimated and true temperature values) to the measurement uncertainty, was 2.4,
which suggested significant calibration drifts. The corresponding line in the CEA diagram is shown in
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measurements. It is also depicted that undetected drifts in the calibration validation data processing
path may lead to even higher errors in the atmospheric brightness temperature measurements relative
to the measurement uncertainty.

Then, using the real post-gain voltages measured during the experiment, the calibration
validation data processing path was followed to calculate the detectability of errors in the brightness
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Figure 17. Temporal calibration stability can be evaluated through the calibration validation data
processing path. MIR data shows that the uncertainty in the measurand estimates highly depend on
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7. Conclusions
Then, using the real post-gain voltages measured during the experiment, the calibration
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drifts in the external calibration targets may be mistaken for radiometer gain and offset fluctuations in
two-point calibration algorithms. Furthermore, these algorithms are inadequate to evaluate temporal
calibration stability, as the measurand is unknown. On the other hand, radiometer systems with
three external calibration targets can track calibration drifts by calibrating one calibration target
measurements using the other two. Also, the impact of the calibration drifts on the measurand
observations can be quantified by establishing upper bounds using CEA diagrams. Temporal stability
of such three-point external calibration algorithms depends on the stability of individual external
calibration reference targets and radiometer gain stability, and can also be analyzed using the three
known calibration targets by varying their observation times with respect to one another. Calibration
accuracy, on the other hand, would be similar to that of two-point algorithms under ideal circumstances
(i.e., linear system, accurate measurement of calibration reference temperatures, and stable radiometer
gain), yet influenced by several factors such as calibration reference temperatures, thermal homogeneity
of the calibration references, non-linearity of the radiometer gain, calibration reference observation,
and integration times under non-ideal conditions. Therefore, analysis of accuracy of the proposed
technique regarding these factors require further investigations in future work. It is also important to
note that CEA diagrams presented in this paper do not reveal the exact amounts of temperature drifts
in each calibration target, and do not provide means to correct the errors in the measurand estimates
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because of the calibration drifts. CEA diagrams only provide quantitative bounds for such errors to
assess the reliability of the radiometer measurements.
It has been discussed that the CEA diagrams depend on the measurand brightness temperature.
Different measurand temperatures lead to different levels of impact that calibration drifts may have on
the calibrated measurand temperatures. Although, the measurand brightness temperature is usually
unknown in almost all radiometer applications, a rough estimate can be enough to quantify the errors
because of calibration drifts with acceptable inaccuracies.
Additionally, the selection of calibration target temperatures determines the sensitivity of system
to any drifts in those calibration target temperatures. Thus, if a particular calibration target is believed
to be more susceptible to drifts, the calibration target temperatures can be adjusted accordingly to detect
drifts in its temperature. Moreover, the integration times can be adjusted to increase the resolution of
the error detectability in CEA diagrams. Longer integration times lead to more precise quantifications
in calibration errors.
Note that three or more calibration targets are usually used in pre-launch characterization of
radiometers to test their linearity and stability [10,23]. Also, as previously mentioned, internal noise
diodes have been used in radiometers to create additional calibration targets to track calibration
stability and linearity [24,25]. On the other hand, this paper discusses an onboard absolute calibration
implementation using external references where the errors in calibration measurements and unknown
geophysical measurements are characterized using CEA diagrams. More than two external calibration
targets have been already utilized in some radiometer systems onboard, such as the National
Polar-Orbiting Operational Environmental Satellite System (NPOESS) aircraft sounder testbed (NAST)
to correct thermal gradients in one of the external targets [26]; thus, the three-point calibration technique
presented in this paper to detect such gradients during onboard calibration, quantify the impact of
them on the radiometric measurements, and investigate if the temporal calibration stability is feasible
for hardware realizations. However, it should be noted that external calibrations are usually more time
consuming and infrequent compared to internal calibrations; thus, rapid calibration drifts and errors
associated with them may not be fully captured by the proposed method.
As future work, a similar study will be carried out for non-linear systems, a cost analysis for
having an additional calibration target will be performed, and inclusion of the third external calibration
target for current systems through vicarious calibration and inter-calibration techniques with other
radiometers will be studied. The authors also plan to validate the theoretical results presented in this
paper experimentally using a real radiometer system observing three external calibration reference
targets and an unknown scene, and analyze the stability and accuracy of the proposed calibration
technique under different scenarios.
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